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A comparison of dual energy X- ray absorptiometry and two bioelectrical
impedance analyzers to measure body fat percentage and fat-free mass
index in a group of Mexican young women 
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Jaime Delgadillo-Velazquez

Health Care Department. Metropolitan Autonomous University Xochimilco. Mexico City. Mexico.

COMPARACIÓN DE LA ABSORCIOMETRÍA  
DE RAYOS X DE ENERGIA DUAL Y  DOS 

ANALIZADORES DE IMPEDANCIA 
BIOELÉCTRICA PARA MEDIR EL PORCENTAJE
DE GRASA CORPORAL Y EL ÍNDICE DE MASA
LIBRE DE GRASA EN UN GRUPO DE MUJERES

JÓVENES MEXICANAS

Resumen

Introducción: Los estudios de obesidad requieren esti-
mación de masa grasa (FM) y  masa libre de grasa (FFM). 

Objetivo: Comparar dos equipos de impedancia bioeléc-
trica (BIA) para estimar FM y FFM usando absorciome-
tría de rayos X de energía dual (DXA) como referencia. 

Métodos: Estudio transversal. FM y FFM fueron eva-
luados por DXA y BIA: sistema pie-pie (FFS) y sistema
mano-pie (HFS). Se realizaron pruebas t pareadas, coefi-
cientes de correlación y análisis de Bland y Altman. Limi-
tes de acuerdo fueron calculados (CL).  

Resultados: Fueron estudiadas 175 mujeres (22,9 ± 2,2
años). Hubo diferencias significativas entre el promedio
del porcentaje de grasa  estimado por los equipos de BIA
en comparación con DXA (FFS = 28,7%, HFS = 34,4% y
DXA = 35,3%). La diferencia de medias del porcentaje de
grasa entre HFS y DXA fue -0.96,  (CL -5,29, 7,21). La
diferencia de medias para FFS fue de -6,69,(CL -0,29, -
13.09) Hubo diferencias significativas entre las estimacio-
nes de FFMI por BIA y DXA (FFS = 16,29, HFS = 14,95,
DXA = 14,18). La diferencia de medias entre HFS y DXA
fue = 0,78, (CL -2,27, 0,72)  y la diferencia de medias de
FFS fue -2,11: (CL -3,73 , -0,49). 

Conclusiones: Niveles diferentes de sesgo se observa-
ron entre los equipos de BIA. El  HFS parece ser más con-
fiable que el FFS, sobre todo en la obtención de FFMI en
mujeres jóvenes.

(Nutr Hosp. 2014;29:1038-1046)

DOI:10.3305/nh.2014.29.5.7254
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Abstract

Introduction: Studies of obesity require the estimation
of fat mass (FM) and fat-free mass (FFM); therefore it is
important to validate methods that evaluate these measu-
rements. 

Objective: We sought to compare two different bioelec-
trical impedance analysis systems (BIAs) to estimate FM
and FFM using dual-energy X-ray absorptiometry
(DXA) as reference. 

Methods: We used a cross-sectional design. We
evaluated FM and FFM using DXA and two types of BIA
equipment: a foot-foot system (FFS) and a hand-foot-
system (HFS). We conducted paired analysis (paired t-
test). We used Bland-Altman plots to assess the relations-
hips between FM and FFMI, limits of agreement were
constructed (CL)

Results: A total of 175 female students (22.9 ± 2.2 years-
old) participated in the study. The paired analysis showed
significant differences between the mean value of body fat
percentage (BF%) estimated by BIA equipment
compared to DXA (FFS = 28.7%, HFS= 34.4% and DXA=
35.3%). The mean difference between the HFS and DXA
of BF% was -0.96, ((CL -5.29, 7.20). For the FFS, the mean
difference was -6.69, (CL -0.29, -13.09). The paired
analysis revealed significant differences between the esti-
mates of FFMI by BIA compared to DXA (FFS =16.29,
HFS =14.95, DXA =14.18). The mean difference between
HFS and DXA was 0.78, and (CL -2.27, 0.72) whereas the
FFS mean difference was -2.11 (CL -3.73 -0.49). 

Conclusion: A different magnitude of bias was
observed between the BIA equipment arrays. The HFS
appears to be more reliable than the FFS used, particu-
larly in obtaining FFMI in young women.

(Nutr Hosp. 2014;29:1038-1046)
DOI:10.3305/nh.2014.29.5.7254
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Abbreviations

BIA: Bioelectrical impedance analysis.
BMI: Body mass Index.
BF%: Body fat percentage.
DXA: Dual-energy X-ray absorptiometry.
HFS: Hand-to-foot system.
FFM: Fat-free mass.
FFMI: Fat-free mass index.
FM: Fat mass.
FFS: Foot-to-foot system.

Introduction

The prevalence and incidence of obesity have rapi -
dly increased in both developed and underdeveloped
countries; the National Survey of Health and Nutrition
2012 in Mexico showed that the prevalence of obesity
was 35.8% in young women1. The obesity trends in
young adults should be monitored to avoid health pro -
blems in their future2. The increase in body fat could
promote the development of chronic diseases such as
hypertension, dyslipidemia, disturbed glucose toler-
ance, diabetes mellitus, and coronary heart disease3-4.
Body fat mass should be assessed to develop preven-
tive programs at a young age. 

In the clinical and epidemiological field to study obe-
sity it is important to assess not only the anthropometric
measurements such as body weight, body mass index
(BMI), waist circumference, and waist-to-hip ratio, be-
cause these measurements do not reflect body fat mass5.
For this reason, researchers have developed di fferent
methods to estimate body composition, including mag-
netic resonance imaging (MRI), dual-energy absorp-
tiometry X-ray (DXA), air-displacement plethysmogra-
phy and bioelectrical impedance analysis (BIA)6.

The fat-free mass index (FFMI) offers better specifici-
ty, because this index is based on fat-free mass and not
body weight, which is composed of both fat and lean
mass7. DXA is an accepted method to measure body com-
position,using a three-compartment model: fat mass, fat-
free mass, and total mineral content8. This technique has
been validated against other direct methods such as neu-
tron activation in vivo, total body potassium, and hydro-
densitometry9-10. This technique is highly recommended
by The European Society of Clinical Nutrition and Me-
tabolism as a reference method in studies to determine
body composition11.However, the use of this method is
limited due to its high cost and the fear of radiation emitted
in the course of a DXA study, although the radiation is
low –even lower than a standard chest X-ray. 

By contrast, the BIA method is widely used in cli -
nics, sports medicine, and weight-reduction programs;
it is accessible, minimally invasive, and does not re-
quire extensive clinical training12. BIA evaluates the re-
sistance of an electric current exerted across the fat-
free mass due to its high water and electrolytes (sodium
and potassium) content. BIA techniques are based on

the notion that tissues rich in water and electrolytes are
less resistant to the passage of electricity than adipose
tissue12; it is therefore based on a single body-resistance
parameter and not on a direct measure of body compo-
nents such fat mass or fat-free mass. 

It is thus a doubly indirect technique that requires the
use of equations to estimate the body fat. The validity
and reliability of the equations depends on the popula-
tion characteristics and the reference method used. Idea -
lly, the reliability of the methods should be tested be-
fore being used on a different sample. 

Some reports have compared the percentage of body
fat obtained by BIA with those obtained through other
methods of reference, but the results are contradicto-
ry13-15. Several studies showed that the percentage of
body fat is overestimated16, whereas others suggested
that BIA underestimates body fat percentage17-18. Addi-
tionally, other reports have compared body composi-
tion data between BIA and DXA and have shown di -
fferent limits of agreement19-20. 

In Mexico there is a lack of information on body
composition on young groups. There are no published
works that show the results of BIA validation in this
population group. The aim of this study was to com-
pare two different BIA equipments to estimate FM and
FFMI, using DXA as the method of reference in a
group of Mexican young women.

Materials and Methods

Participants

We performed a cross-sectional study on a conve-
nience sample of 188 students aged 18 to 30 years old
enrolled in their last year of undergraduate nutrition
sciences at Universidad Autonoma Metropolitana-
Xochimilco. Each participant signed an informed con-
sent form. We excluded 13 students because their data
were incomplete.

Anthropometry 

We asked all participants to fast for twelve hours be-
fore being measured. We weighed the subjects in stan-
dardized light clothes and without shoes. We measured
the participants’ height in centimeters using a stadime-
ter (SECA) and their weight using an integrated scale
in the BIA equipment (Tanita BC-418).

Body composition 

Measurements by dual energy x-ray 
absorptiometry (DXA)

We used DXA equipment (Lunar Prodigy Ad-
vance®; GE Medical Systems, Madison WI) to analyze
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body composition: fat mass, fat-free mass and bone
mineral densities; we obtained the FFMI using the for-
mula: FFM/height2. We asked the participants to re-
move all metal objects to the ensure accuracy of the
measurements, and the students lay in a supine position
during DXA assessments. Whole body composition
analysis provided data of different anatomical regions
of interest. We calibrated the equipment each day ac-
cording to the manufacturer’s instructions21.

Measurements by bioelectrical impedance analysis

We used a foot-to-foot BIA system (FFS) (Tanita
BC-418, Tanita Corp., Tokyo, Japan™) immediately
after the DXA study. The subjects followed the stan-
dard BIA guidelines: light clothes, standing erect and
barefooted on the analyzer’s footpads, which were pre-
viously cleaned with isopropyl alcohol. The electric
current was then supplied from the electrodes on the
tips of toes and fingers and the machine measured the
voltage on the heels of both feet and the near sides of
both hands. Before the valuation, the participants were
to fast for 12 hours and avoid vigorous physical exer-
cise and alcohol intake. Measurements began when the
subjects placed their hands on the grips after wiping
their feet and standing on the weighing platform. Body
resistance was reported in Ohms. 

Hand to foot BIA system (HFS) (RJL Quantum III,
Detroit Michigan, USA). The electrodes in this system
are placed on the hand and foot on the same side of body.
Measurements were carried out with the subject lying in
a supine position on a flat surface. One of the electrode’s
edges is placed on the right hand on an imaginary line bi-
secting the ulnar head, proximal to the third metacarpo-
phalangeal joint (positive); the second electrode edge is
placed on the right foot on an imaginary line bisecting
the medial malleolus (negative). Before the valuation,
the participants were to fast for 12 hours and avoid vi -
gorous physical exercise and alcohol intake. 

Body composition data included FM (kg), BF%, and
FFMI (kg) measures obtained by DXA and by BIA. All
participants were assessed at the Unit of Body Compo-
sition and Energy Expenditure located within the faci -
lities of the campus.

Statistical analysis

We used a paired Student’s t-test to compare the re-
sults of the BIA with DXA for body fat percentage and
fat-free mass index and applied the Pearson correlation
coefficient between the BIA and DXA results. We cons -
tructed a Bland and Altman plot to detected bias in
body composition measurements. To detect a possible
trend in the differences between methods, we cons -
tructed another plot applying a linear relationship in the
paired difference between DXA and BIA and paired
means of methods for body fat percentage. We also ob-
tained 95% confidence limits of agreement (CL). P-
values < 0.05 were statistically significant. We per-
formed the data analysis using the STATA V12
statistical package (StataCorp LP).

Results

A total of 175 female college students with a mean
age of 22.9 (± 2.2) years old participated in the study.
The mean values of weight and height were 58.06 (±
11.4) kg (range: 41.2-119.2) and 1.58 (± 0.06) m
(range: 1.44-1.74 m), respectively. The mean value of
BMI (kg/m2) was 23.1 (± 4.2) with a range from 16.9
to 47.8 kg/m2. According to WHO classification,
66.2% were in a normal BMI category, 8.0% present-
ed low weight, 20.0% were overweight and 5.7%
were obese. The results of the body composition mea-
surements with the different methods applied are
shown in table I.

Fat mass

Body fat mass percentage by DXA analysis was
35.36% (± 7.0); the mean body fat mass was 20.3 kg (±
8.6) (table I). The paired comparison of BF% between
DXA and HFS showed that this percentage was slight-
ly underestimated by HFS, (35.36% DXA vs 34.40%
BIA-HFS), (p < 0.001) and the correlation was r = 0.90.
No significant difference was detected in the mean fat
mass (kg) between DXA and HFS results, (p = 0.08).
Figure 1 (A) depicts the Bland Altman plot of body fat

Table I
Mean of the body fat percentage, body fat mass and fat free mass index obtained by DXA,

hand to foot and foot to foot BIA analyzers

BIA BIA
DXA Hand to foot Foot to foot

Mean (SD) Mean (SD) P* Mean (SD) P*

Fat mass (%) 35.36 (7.0) 34.40 (6.0) 0.0001 28.66 (6.7) 0.0001
Fat mass (kg) 20.30 (8.6) 21.00 (8.8) 0.0800 17.30 (7.5) 0.0001
Fat free mass index (kg/m2) 14.18 (1.5) 14.95 (1.4) 0.0001 16.29 (1.5) 0.0001

1SD: Standar Deviation. *P value between DXA and BIA analyzers using paired Student’ t- test.
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Fig. 1.—(A) Bland Altman
plot of Body Fat percentage
(BF%) with mean difference
(-0.96) and 95% limits of
agreement (-5.29, 7.21) bet-
ween DXA and BIA Hand-
Foot system (HFS). (B) Line-
ar relationship between the
paired BF% difference and
paired BF% average of DXA
and HFS, and 95% limits of
agreement). The positive slop
indicates that the difference
between methods was larger
with higher BF% values (me-
an difference = -4.85 +0.17*
mean BF%). (C) Bland Alt-
man plot of BF% with mean
difference (-6.69) and 95%
limits of agreement (-0.29,
-13.09) between DXA and
FFS. (D) Linear relationship
between the paired Body Fat
percentage (BF%) difference
and paired body fat percenta-
ge and average of DXA and
FFS, and 95% limits of agre-
ement. The positive slop indi-
cates that the difference
between methods was larger
with higher BF% values (me-
an difference = 5.32 + 0.04*
mean BF%).  
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percentage (BF%) between DXA and BIA HFS, with a
mean difference of -0.96 and 95% limits of agreement
(CL -5.29, 7.21). Figure 1 (B) presents the regression
line between the paired difference and the paired mean
of body fat percentage (BF%) between DXA and BIA
HSF 6.9% of the measurements were outside the limits
of agreement. 

The matched paired comparison of BF% between
DXA and BIA-FFS showed a significant difference of
-6.69 (35.36% DXA vs 28.66% BIA FFS), (p < 0.001),
and the r = 0.89. Figure 1 (C) presents the Bland Alt-
man plot between DXA BF% and BIA FFS BF%; the
mean difference close to -6,69% indicated an underes-
timation of the BIA-FFS equipment in this percentage
and wide  limits of agreement (CL -0.29, -13.09). Fi -
gure 1 (D) presents the regression line obtained be-

tween the paired difference and the paired mean of
body fat percentage (BF%) between the DXA and BIA
FFS 6.7% of the measurements were outside the limits
of agreement.

The comparison of BF% of the two BIA systems
studied showed a significant difference (34.40% vs
28.66% BIA FFS), (p < 0.001), and the r = 0.93. The
FFS showed lower values (mean difference = -5.73),
(CL -0.94, -10.48), and 5.71% of the observations
were outside of the limits of agreement, figure 2 (A).
Figure 2 (B) shows the regression line obtained be-
tween the paired difference and the paired mean of
body fat percentage (BF%) between BIA HFS and
95% limits (± 2.46*(2.35 + -0.02*mean), and 5.7%
of the measurements were outside the limits of
agreement. 

Fig. 2.—(A) Bland Altman
plot of Body Fat percentage
(BF%) with mean difference
(5.73) and 95% limits of
agreement (0.97, 10.48) bet-
ween BIA Hand-Foot system
(HFS) and BIA Foot-Foot
system (FFS). (B) Linear re-
lationship between the pai-
red BF% difference and pai-
red BF% average of HFS and
FFS, and 95% limits of agre-
ement. The negative slop in-
dicates that the difference
between methods were lower
as BF% increased (mean dif-
ference = 9.56 + -0.12* me-
an BF%).
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Fat Free Mass Index

The matched pair difference between DXA and BIA
HFS was statistically significant (14.18 kg/m2 DXA vs
14.95 kg/m2 BIA HFS), (p < 0.001), (table I); however,
this difference was small (mean difference = 0.78), and
the correlation was r = 0.85. Figure 3 (A) presents the
Bland Altman plot of the FFMI comparing the DXA

and BIA HFS results; the limits of agreement were bet -
ween (-2.27, 0.72), and 5.7% of the observations were
outside of the limits of agreement. 

The mean difference between DXA and BIA FFS
showed a significant difference (14.18 kg/m2 DXA vs
16.29 kg/m2 BIA FFS), (p < 0.0001); higher values
were obtained using the BIA FFS (mean difference =
2.11) than with DXA; and the correlation was r = 0.83.

Comparison of BIA vs DXA
in college students

1043Nutr Hosp. 2014;29(5):1038-1046

Fig. 3.—(A) Bland Altman
plot of Fat Free Mass index
(FFMI (kg/m2)) with mean
difference (-0.78) and 95%
limits of agreement (-2.27,
0.72) between DXA (FFMI
DXA) and BIA Hand-Foot
system (FFMI HFS), (B)
Bland Altman plot of FFMI)
with mean difference (-2.12)
and 95% limits of agreement
(-3.74,- 0.49) between DXA
(FFMI DXA) and BIA Foot-
Foot system DXA (FFMI
DXA), (C) (A) Bland Altman
plot of Fat Free Mass index
(FFMI (kg/m2)) with mean
difference (-1.33) and 95%
limits of agreement (-2.36
-0.31) between BIA Hand-
Foot system (HFMI FFS)
and BIA Foot-Foot system
(FFMI FFS).
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Figure 3 (B) presents the Bland and Altman plot of the
FFMI comparing the DXA and BIA FFS results. The
limits of agreement were between (-3.73,-0.49), and
6.86% of the observations were outside of the limits of
agreement. Figure 3 (C) depicts the Bland Altman plot
of the two BIA systems. The mean difference was 1.33,
and the 95% limits of agreement were (0.31, 2.36). The
matched pair difference was significant (14.95 kg/m2

BIA HFS vs 16.29 kg/m2 BIA FFS), (p < 0.001).The
percentage of observations outside the limits of agree-
ment was 4.57%. The correlation was 0.90.

Discussion

In the present study, we assessed the validity of two
types of BIA (HFS and FFS) systems. We compared
the estimates of body fat percentage and fat-free mass
index with DXA results as the reference method. The
HFS and the FFS equipment showed biases of different
magnitude.

Body fat percentage 

The values of body fat percentage obtained by BIA
HFS equipment and DXA were close to each other. We
found significant statistical differences in the paired
comparisons. However, the mean difference between
DXA vs. HFS was approximately one percentage
point; clinically, this difference is small, although sig-
nificant in statistical analysis. 

However, the limits of agreement between DXA
and HFS were wide; therefore, the bias could be large
and the methods cannot be considered equivalent for
a given patient. The limits of agreement showed a
higher bias as the BF% increased; this bias was slight-
ly different at diverse levels of BF%; and the limits
tended to be narrower at higher values of BF%. Simi-
lar data were reported in a group of adult women aged
18-39 years22. 

DXA discrepancies vs. BIA probably are due to va -
rious factors, such as the characteristics of the equip-
ment used, equations applied, electrical frequency, and
the number of electrodes of each device, as well as the
hydration status of the participants. The results can be
affected by fluid retention or the state of hydration be-
cause the BIA technique is based on the conduction of
electric current across the body’s water by electrolytes,
which are good conductors, and the opposition of elec-
trical flow is used to estimate total body water and lean
mass, assuming that the lean body mass contains nearly
about 73% of water23. 

In this study, we found that body fat could be under-
estimated by 6.7%, comparing FFS with DXA. This is
relevant from a clinical point of view, because the pa-
tients would be informed of having a lower BF% than
they really had. In addition, the regression analysis
showed higher variation with higher BF% values.

The underestimation of the FFS BIA could be attrib-
uted to a technique that is doubly indirect in relation to
DXA, which is an indirect technique based on two X-
ray beams with different energy levels. BIA systems
have several advantages for the assessment of body
composition in clinical settings: the equipment is
portable and less expensive than DXA, easy and simple
to use, and quick; but it needs to be used with caution,
especially for the assessment of patients who are over-
weight or obese24. When using bioelectrical impedance
analysis, clinicians should consider various factors such
as their biophysical principles, methodological founda-
tions, previous validation studies in the population (ac-
cording to ethnic origin), measurement conditions, and
intra- and inter-individual variability. In addition, it is
important to consider other factors associated with the
characteristics of the study population: obesity, weight
loss, menstrual cycle, racial variations, among others25. 

The mean difference between the BIA equipment
studied (HFS vs FFS) was statistically significant and
of clinical importance: the BIA FFS underestimated
BF% by almost six percentage points, which in daily
medical or nutritional counseling is relevant. The limits
of agreement were wide but narrower than those found
between DXA and both BIA systems. The results of
BF% of the HFS were closer to those of DXA than the
results obtained by the FFS studied.

Fat-Free Mass Index 

The results of the comparisons of the FFMI agreed
with the findings of the BF%: the FFMI results of the
HFS device were close to those found by DXA; howe -
ver, the limits of agreement were wide. The FFS had a
larger difference than the HFS results and also showed
wide limits of agreement. The results of both BIA sys-
tems studied were closer to DXA than the results found
regarding the BF%. 

The fat-free mass index is not a new concept. VanI-
tallie et al. were the first to define it nearly 20 years ago
to overcome some of the limitations related to the sim-
ple expressions of FM and FFM in absolute terms26.
There are new ranges of standard normality for BMI
and recommended percentage of fat27, but this does not
mean these constitute a normal or healthy amount of
FFM. Just as BMI is a useful tool to compare body
weight in individuals who differ in height, the FFMI
has proven a useful measurement to compare body
composition in subjects who differ in height and con-
tent of FFM28. FMI seems to be a better indicator to pro-
vide information about body compartments than mea-
surements that do not take height into account.

Body composition results evaluated by HFS BIA
were similar to the values obtained by DXA on ave -
rage. This could suggest that the HFS method used is
reliable for evaluating young Mexican women. Body
composition measurements obtained by the HFS were
closer to the results estimated by DXA than the values
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obtained by the FFS equipment used in the present
study. The results of the FFS equipment showed a con-
siderable underestimation of BF% and an overestima-
tion of the FFMI. In addition, the limits of agreement
were wide in both BIA systems and they showed an in-
crease in bias as in the case of the BF% and FFMI when
the values were larger. 

Clinicians should be aware of the accuracy of their
patients’ body composition assessments, that different
types of BIA equipment had different levels of bias,
and that the results of different BIA systems may not be
interchangeable. It is important to consider these as-
pects in helping their patients achieve healthy weight.
Clinicians should pay close attention when interpreting
the values of fat mass percentage obtained by BIA in
clinical practice, particularly in obese or overweight
patients. 

Finally, the BMI values of 84.3% of the students
were within the normal standard range, which was
higher than the national prevalence for women of the
same age group (42.1%) according to the results ob-
tained in the Mexican National Health and Nutrition
Survey for 20121. This may affect the external validity
of the study. The low prevalence of the overweight and
obese conditions could be due to the fact that the parti -
cipants were students of human nutrition science, and
they were interested in healthy lifestyles. 

Similarly, a high prevalence of normal weight was
observed in other studies with young women: for exam-
ple, Ledo Varela et al. in Spain found a prevalence of
over 85.0%29, and Vanessa Mealha et al. registered
prevalence of over 90.0% in a sample of university stu-
dents in Portugal30. The mean value of the fat mass per-
centage was higher in the Mexican students compared
with the findings of a similar study published by Albur-
querque–Sendin et al. about Spanish young women
(35.36% vs 28.1%)31 and in another study from Irish
women with similar ages (35.36% vs 29.9%)32. The high
body fat percentage found in the Mexican women stu -
died is of concern and nutritional counseling is in order. 

Limitations of the study

The study group was restricted to Mexican women
from 20 to 30 years of age. Most were within a normal
range of BMI. The results probably are not valid for
other population groups.

Conclusion

Although BIA systems are used in clinical practice,
not all BIA equipments are reliable in different popula-
tion groups. In this study we compared two different
tools: a hand-to-foot system and a foot-to-foot system.
The HTF appears more reliable than the FTF system to
evaluate body fat percentage and fat-free mass index in
young Mexican women.
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